RNAseq RIP HuR 
Materials and methods
[bookmark: _GoBack]The quantity of 9 Input RNA samples was initially measured with nanodrop and each sample was diluted at approximately 10ng/μl. The quantity and quality of the 9 diluted Input samples and the remaining 12 RNA RIP HuR samples was further analyzed using the Agilent bioanalyzer instrument with the Agilent RNA 6000 Pico kit, according to manufacturer’s instructions (Agilent Technologies). After assessment of the RNAs which were already partially fragmented, whole transcriptome libraries were prepared using the Ion Total RNA-Seq Kit v2 protocol and reagents (ThermoFisher Scientific) according to manufacturer’s instructions. No selection was necessary so the samples were further fragmented, reversed transcribed and amplified after the addition of a specific (~10bp) barcode to each sample. The quantity and quality of the prepared libraries was again assessed on bioanalyzer using the DNA High Sensitivity Kit, according to manufacturer’s instructions (Agilent Technologies). Libraries were diluted in the required concentration/molarity and subsequently pooled together in triplicates. The pools were then processed on an OneTouch 2 instrument and enriched on a One Touch ES station. Templating was performed using the Ion PI™ Hi-Q™ OT2 200 Kit reagents and protocol (ThermoFisher Scientific). Sequencing was performed using the Ion PI™ Hi-Q™ Sequencing 200 Kit and Ion Proton PI™ V2 chips (ThermoFisher Scientific) on an Ion Proton™ system, according to the manufacturer's instructions. An initial analysis, sample/barcode assignment and genome mapping, was performed on the Ion proton server and the sequencing data were further analyzed with …
